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Determination of total 
titratable acidity in wine and 

most (EU version) 
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Use 
 
This method is used for the quantitative determination of total acidity in wine and most. The total 
acidity is calculated as g/L t ar t ar ic acid . 
 

Appliances 
 

• Titrator: TL 6000/7000(7750 (TL 6000/7000 M2/20) consists of  
• Basic device 
• Magnetic stirrer TM 235 
• 20 mL Exchange unit WA 20, with brown glass bottle for titrant complete 
• And pH combination electrode A 162 DIN ID 

 
Electrodes 

 
• Electrode: A 162 DIN ID 
• Calibration: DIN buffer pH= 4.00 and pH= 7.00 
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Reagents 

 
• Titrant: sodium hydroxide solution 0.1mol/l 
• Soda lime for carbon dioxide uptake of the reagent. 
• Titer: potassium hydrogen phthalate (reference substance) 

 
Description 

Calibration  
 
The pH combination electrode is calibrated in technical buffer pH=4.00 and pH= 7.00 or in DIN buffer 
pH= 4.01 and pH= 6.87. 
Example of the calibration documentation: 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
Determination of the exact concentration of the standard solution 
 
By carbon dioxide absorption from the air occurs in the sodium hydroxide solution of sodium 
bicarbonate, which changes the pH of the titrant. To prevent this, a drying tube filled with soda lime is 
placed on the reagent bottle. The exact concentration of the sodium hydroxide solution is determined 
using the standard potassium hydrogen phthalate. The potassium hydrogen phthalate is dried in the 
oven before the titer determination for 2 hours at 120°C and cooled in a desiccator. 
 
 
Implementation 
 
In a 50 mL beaker, 0.2 to 0.3g potassium hydrogen phthalate were weighed accurately and dissolved 
in 30 mL of dist. water with stirring. It is titrated with 0.1 mol/l sodium hydroxide solution. 
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Standardisation titration (result) 
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Standardisation titration (method 
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Titration of the sample 
 
The sample is degassed by carefully boiling or purging with nitrogen. After the sample is cooled down 
to room temperature pipette accurately 10 ml in 50 ml beaker. 
 
Add app. 15-20 ml CO2 free water into and mix the sample on the magnetic stirrer for a few seconds. 
Titrate with the NaOH titrant to a fixed pH endpoint 7.0. 
 
Example 
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Method parameters: 
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Notes 

 
If you have any questions on the application, you can feel free to contact us. 
 

SI Analytics GmbH Phone:  +49 (0) 6131 / 66 – 5062 
Hattenbergstr. 10    +49 (0) 6131 / 66 – 5118 
55122 Mainz Fax:  +49 (0) 6131 / 66 – 5001 
Germany E-Mail:  titration@si-analytics.com 
 Homepage: www.si-analytics.com 
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